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Fig. 1. We detected a yellow brown foreign body in
the bladder.
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We report our experience with a case in which eroded mesh used for inguinal hernia repair migrated
into the bladder. An 84-year-old man underwent surgery for colorectal cancer at the age of 40, and radical
surgery for a right inguinal hernia at the age of 83. At his initial visit, he reported macroscopic hematuria.
Cystoscopy revealed a yellowish-brown foreign body on the right bladder wall, and computed tomography
showed the presence of emphysema in association with the foreign body. Based on a presumptive diagnosis
of vesical calculi, transurethral lithotripsy was performed. However, the foreign body was strongly adherent
to the bladder wall ; when lithotripsy was attempted, the calciﬁed surface of the foreign body detached, and
the exposed surface showed a mesh-like structure. Transurethral extraction was judged impossible ;
therefore, laparotomy was performed at a later date to remove the foreign body, with en bloc resection
including some of the bladder. The foreign body consisted of a surgical mesh that had been used for
inguinal hernia repair. With the spread of surgery using surgical mesh, we should be careful about
complications.
(Hinyokika Kiyo 63 : 421-425, 2017 DOI : 10.14989/ActaUrolJap_63_10_421)








患 者 : 84歳，男性．






現病歴 : 2015年 9月自宅で転倒し後頭部を打撲，頭
部外傷にて当院に救急搬送された．診察時，肉眼的血
尿を認めたため当科紹介となる．




尿検査 : pH 6.5，糖（−），蛋白（2＋），RBC ≧
100/hpf，WBC ≧100/hpf
血液検査 : RBC 335×104mm3，WBC 4,780/mm3，
Hb 10.4 g/dl，Plt 20.6×104/mm3，CRP 0.09 mg/dl，
BUN 27.0 mg/dl，Cr 0.85 mg/dl，Na 142 mEq/l，K
4.1 mEq/l，AST 23 U/l，ALT 22 U/l，PSA 0.5 ng/ml
尿細胞診 : Class II
膀胱鏡検査 : 膀胱頂部右寄りに黄褐色の異物を認め
た（Fig. 1）．明らかな腫瘍や，両側尿管口より血尿の
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Fig. 2. KUB showed calciﬁed image in the pelvic
cavity.
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Fig. 3. CT showed the air included in the calciﬁ-
cation in the bladder.
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Fig. 4. Mesh-like structure exposed from a stone.
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Fig. 5. CT showed the calciﬁcation in the bladder.
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Fig. 6. Leakage was not detected.
流出は認めなかった．
画像検査 : KUB で小骨盤腔内に石灰化像を認めた
































Fig. 7. a) We detected an intravesical foreign body.
b) Since, it was difﬁcult to remove the
foreign body alone due to adhesion, partial
cystectomy was performed.
Table 1. The cases of intravesical foreign body by erosion of surgical mesh used for an inguinal herniorrhaphy
(5 cases reported in Japan, including our case)
症例 報告 年齢 性別 主訴 左右 期間 術前診断 治療
14) 2001 61 M 頻尿 不明 1年 4カ月 尿膜管膿瘍 膀胱部分切除





36) 2009 67 M 下腹部痛 右 17年 膀胱結石
経尿道的砕石
⇒膀胱部分切除
47) 2015 48 F 頻尿 右 1年 7カ月 勝脆腫瘍
経尿道的生検
⇒膀胱部分切除


















































































告されている．Giri ら10)は TVT 術後，Hodroff ら11)
は TOT 術後 1年以内に，膀胱内に陥入し，経尿道的
切除術を施行した例を 3例ずつ報告している．また，
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